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Abstract: In the present work, NiCo204 nanostructures are fabricated in three dimensions 
(3D) on nickel foam by the hydrothermal method. The nanomaterial was characterized by 
scanning electron microscopy (SEM), X-ray diffraction (XRD) and X-ray photoelectron 
spectroscopy (XPS). The nanostructures exhibit nanoneedle-like morphology grown in 3D 
with good crystalline quality. The nanomaterial is composed of nickel, cobalt and oxygen 
atoms. By using the favorable porosity of the nanomaterial and the substrate itself, a 
sensitive glucose sensor is proposed by immobilizing glucose oxidase. The presented 
glucose sensor has shown linear response over a wide range of glucose concentrations from 
0.005 mM to 15 mM with a sensitivity of 91.34 mV/decade and a fast response time of less 
than 10 s. The NiCo204 nanostructures-based glucose sensor has shown excellent 
reproducibility, repeatability and stability. The sensor showed negligible response to the 
normal concentrations of common interferents with glucose sensing, including uric acid, 
dopamine and ascorbic acid. All these favorable advantages of the fabricated glucose 
sensor suggest that it may have high potential for the determination of glucose in biological 
samples, food and other related areas. 
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1. Introduction 

The synthesis of new nanostructures of transition metal oxides with attractive shape, dimension, 
size and morphology are of high interest due to their potential usage in fields like material science, 
physics and chemistry [1-3]. Among the various metal oxides, nickel-and cobalt-based binary oxide 
materials are of special interest due to their low cost, low toxicity, their high natural abundance and 
particular morphologies and structures. They also show superior electrochemical performance as a 
binary metal oxide [4] having a high degree of redox chemistry [5] and electronic conductivity 
compared to the single phase of nickel and cobalt oxides, therefore NiCo204 can be used as a backbone 
to support active electrode materials [6]. NiCo204 exhibits a spinel structure in which Ni occupies the 
octahedral position and Co is spread over both octahedral and tetrahedral positions [7,8]. The synthesis 
of NiCo204 with a rationally designed nanostructure is imperative if it is to be used as an anode 
material in high-performance sensor devices. Generally, electrode materials with hierarchical porous 
structures exhibit many advantageous properties that improve the electrochemical performance of 
sensors, such as their ability to alleviate volume changes, shorten electron diffusion pathways, improve 
the electrode-electrolyte interface, and enhance the structural stability [9,10]. So, it can be envisioned 
that a hierarchical porous NiCo204 material could combine the merits of not only hierarchical 
nanostructures, but also porous morphologies. 

It is well known that three dimensional (3D) hybrid nanostructures with large surface area and short 
diffusion path for electrons and ions are promising electrode architectures for high-performance sensor 
devices. The fabrication of fast, sensitive and selective glucose sensors are in high demand, because 
glucose detection is very important for patients suffering from diabetes. There are mainly two t5^es of 
glucose sensors, one is the glucose oxidase-based sensor and other is the non-enzymatic glucose sensor. 
The glucose oxidase-based sensors are popular due to their high sensitivity and selectivity towards glucose 
detection and high stability over a wide range of pH, thus different amperometric and potentiometric 
glucose biosensors have been constructed [11,12]. Amperometric glucose sensors have been developed 
without the use of enzyme, but potentiometric glucose sensors without the use of enzyme are difficult to 
construct. The potentiometric technique is simple for measuring glucose level on spot and applicable to 
quantify the glucose level inside the cell [13]. By exploiting the redox property of binary metal oxides like 
NiCo204 for the oxidation of glucose molecules, a biosensor is proposed in the present work. Beside this, 
this study may shed some light on simple and cost effective preparation of hierarchical porous 
nanostructures and the development of materials with advanced functions for sensor devices. 

The crystalline NiCo204 nanostructures synthesized by using hydrothermal method on nickel foam 
substrate were used as the backbone to support and provide reliable electrical connections to the 
CoxNii-x DHs coatings with surface areas accessible to electrolyte, enabling full utilization of the 
CoxNii-xDHs and fast electronic and ionic conduction through the electrode. The nickel cobalt oxide 
nanostructures were characterized by the scanning electron microscopy. X-ray diffraction and X-ray 
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photoelectron spectroscopy techniques. Further these nanostructures were utilized to develop a 
sensitive, stable and selective glucose sensor using the potentiometric method. 

2. Experimental Section 

Cobalt chloride hexahydrate (CoCl2-6H20), Nickel chloride hexahydrate (NiCl2-6H20), urea 
(CH4N2O), D-glucose, glucose oxidase, ascorbic acid, uric acid, dopamine, sodium hydrogen 
phosphate, potassium hydrogen phosphate, sodium chloride and potassium chloride were purchased 
from Sigma-Aldrich (Stockholm, Sweden) and used without any further purification. The nickel foam 
has been purchased from Goodfellow Cambridge Ltd. (Huntingdon, UK) and used for the growth of 
NiCo204 nanostructures. 

A low temperature aqueous chemical growth method has been employed for the growth of NiCo204 
nanostructures on nickel foam as substrate. Initially six pieces (each piece with a length of 3 cm and 
width of 1 cm) of nickel foam were sonicated in an ultrasonic bath for 20 min in isopropanol, then 
washed with acetone and deionized water, respectively, and dried by nitrogen gas. A cobalt chloride 
hexahydrate seed crystal solution was deposited on these pieces by the help of a spin-coater. This 
procedure was repeated three times at 4,000 r.p.m for 20 s and after that the samples were left for 
annealing at 100 °C for 20 min. Now for the preparation of precursor solution 2.37 g of cobalt chloride 
hexahydrate, 1.185 g of nickel chloride hexahydrate and 2.7 g of urea were dissolved in 75 mL of 
deionized water and then the solution was left on stirring for 30 min. After the completion of the 
annealing time, the nickel foam pieces decorated with seed particles of cobalt chloride hexahydrate 
were placed in the beaker containing precursor solution by the help of a Teflon sample holder facing 
downward and the beaker was kept in a preheated oven at 95 °C for 5-6 h. After the growth period 
nickel foam pieces with the NiCo204 nanostructures were taken out from the growth solution and 
washed in the deionized water in order to remove residual solid particles from the surface. Finally, the 
samples were dried in air at room temperature. Further these nanostructures were annealed at 450 °C 
for 3 h for the complete conversion of the hydroxide phase into the oxide phase of nickel cobalt. 

A 10 mg/mL glucose oxidase solution was prepared in 10 mM solution of phosphate saline buffer 
solution of pH 7.4. One hundred \xL of 2.5% glutaraldehyde was added to the enzyme solution as cross 
linker in order to prevent the self-enzyme molecular reaction. After obtaining a homogenous solution 
of enzyme, the nanostructures were dipped in the enzyme solution for 5 min and dried at room 
temperature. The sensor electrodes were left at 4 °C in refrigerator when not in use. 

The morphology and structural properties of NiCo204 nanostructures were studied with a LEO 1550 
Gemini field emission scanning electron microscope running at 15 kV. The crystal quality of these 
nanostructures was studied by X-ray powder diffraction (XRD) using a Phillips PW 1729 powder 

o 

diffractometer equipped with CuKa radiation (k= 1.5418 A) using a generator voltage of 40 kV and a 
current of 40 mA. The XPS measurements were performed by ESCA200 spectrometer in ultrahigh 
vacuum with a base pressure of 10^° mbar. The measurement chamber was fixed with a 
monochromatic Al (Ka) X-ray source using photons with frequency (hv = 1,486.6 eV). 

The electrochemical response for the detection of glucose was recorded by Metrohm model 744 pH 
meter using two electrode systems. Silver-silver chloride was used as reference electrode and the 
NiCo204 nanostructures as a working electrode. The response time was measured by a Keithley 2400 
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electrical instrument. All the concentrations of glucose solution were prepared in 10 mM saline 
phosphate buffer solution of pH 7.4. All the measurements were performed at room temperature. 

3. Results and Discussion 

3.1. Characterisation of NiCo204 Nanostructures 

The structural study was performed before and after the growth of NiCo204 nanostructures for better 
analysis of the grown nanomaterial. Figure la is the SEM image of bare Ni foam substrate measured 
at 100 [im. 

Figure 1. (a) SEM image of bare Ni foam substrate (b-d) Typical SEM images at different 
magnifications of NiCo204 nanostructures grown via low temperature hydrothermal method. 
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It is clear from the image that Ni foam is three dimensional and highly porous. The Ni foam has 
thickness of 1.6 mm with a porosity and purity of 95% and on average there are 20 pores per cm. Figures 
Figure Ib-d show the SEM images at different magnifications after the growth of NiCo204 nanostructures. 
Figure lb shows the SEM image of NiCo204 nanostructures measured at 20 |jm and it can be seen that the 
nanostructures are highly dense and uniform on the nickel foam and composed of nanowires. Figure Ic 
shows the SEM image measured at 2 |jm and it can be seen that top surface of the nanostructures is thin 
and looks like a needle morphology. Figure Id shows the high resolution image measured at 200 nm 
showing a clear view of the needle-like morphology. It also gives a clue that these contain aggregations of 
nanoparticles, which finally results in the needle-hke morphology. 

The crystalline study was investigated by XRD before and after the growth of NiCo204 
nanostructures. The XRD of bare Ni foam substrate is shown in the inset of Figure 2. The XRD pattern 
revealed two peaks related to Ni. One is well dominated around -44° and the other is relatively low at 
around -51.5°. In Figure 2 the visible diffraction peaks for the respective crystal planes include 220, 
311, 400, 422, 333 and 440 (as per JCPDS card no. 73-1702). The entire diffraction pattern peaks 
could be assigned to the face centered cubic crystalline arrays of NiCo204 with a space group of Fd3m 
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and are according to the reported work [5]. This study indicates the formation of pure phase of 
NiCo204 nanostructures and no other crystalline phase was observed. 

Figure 2. The XRD spectrum of NiCo204 nanostructures and inset is showing XRD 
spectra of bare Ni foam substrate. 
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In order to get deeper insight in the elemental composition of NiCo204 nanostructures, X-ray 
photoelectron spectroscopy (XPS) measurements were performed and the results are shown in Figure 
3. In the wide scan spectrum the elements Ni, Co, and O are detected as shown in Figure 3a. 



Figure 3. XPS spectrum of NiCo204 nanostructures, (a) wide scan spectrum, (b) O 1 s 
spectrum, (c) Co 2p spectrum, (d) Ni 2p spectrum. 
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Figure 3b shows the Co 2p photoemission with binding energies of 780.4 eV for Co 2p 3/2 and 796.2 eV 
for Co 2pi/2, however satelhte structure at the binding energies of 786.7 and 802.5 eV for Co 2p 3/2 and 
Co 2pi/2, respectively, are in good agreement with the reported values [14]. For the O Is XPS spectrum, the 
observed binding energy at 529.6 eV is typically assigned to the 0-Co/Ni bonding [15] as shown in 
Figure 3c. The well resolved component energy peak positioned at 531.4 eV is associated to several defect 
sites with less amount of oxygen coordinated in the sample [16]. Figure 3d shows the Ni 2p 3/2 peak at 
855.1 eV and the measured Ni 2p Vi peak at 873.2 eV is attributed to NiO in the sample [17]. 
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3.2. The Potentiometric Response and Working Performance of Glucose Sensor Based on NiCo204 
Nanostructures 

Different concentrations of glucose in the range of 0.001 mM to 20 mM were prepared in 
10 mM phosphate buffer solution of pH 7.4. The immobilized glucose oxidase-based NiCo204 sensor 
electrode was inserted in 0.001 mM glucose concentration for measuring the output potential response 
and it was noticed that sensor showed a response for this concentration. Then the sensor electrode was 
dipped in 0.005 mM glucose concentration and a steady, stable and strong electrical signal was 
observed compared to the response for 0.001 mM concentration of glucose. Afterwards the 
NiCo204- based electrode was used in higher concentrations of glucose and a dominant electrical 
signal was recorded up to 15 mM of glucose concentration. Beyond 15 mM concentration of glucose a 
saturation limit was observed so a linear range for the presented glucose sensor based on NiCo204 
nanostructures was recorded from 0.005 mM to 15 mM glucose concentrations, as shown in Figure 4. 

Figure 4. The calibration curve of glucose biosensor based on NiCo204 nanostructures for 
Unear concentration range of 0.005 mM to 15 mM. 
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The detection limit was found to be 1.49 x 10 mM which is not shown in the calibration curve and 
the limit of quantification was found to be 1.9 X 10 ' mM. The enzyme-based glucose sensors adapt a 
reaction mechanism catalysed by glucose oxidase that can be represented as follows: 

+ O2+ j3 — D — Glucose GOD -^S — Gluconolactone + H2O2 ( 1 ) 

The initial and instant products of the above reaction include 5-gluconolactone and hydrogen 
peroxide. Either of these two products or the amount of oxygen consumed during the reaction can be 
useful for the detection of glucose. Due to the presence of water in testing solution of glucose, a 
spontaneous reaction occurs, which converts the gluconolactone into gluconic acid. Finally at the pH 
of 7.4 charged species were produced in the solution from the reaction of gluconic acid with water. 
The positively charged HsO"^ and negatively charged gluconate" were in contact with the immobilized 
glucose oxidase NiCo204 nanostructures resulting in a mobile surface charge, which helped in the 
generation of a strong electrical signal from the sensor electrode. The above discussion can be 
summarized in the following reaction: 

5 — Gluconolactone Gluconate + (2) 
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Moreover, the increase in the amount of H3O ions in the solution lowered its pH, which can also be 
used for the monitoring of glucose [18]. The change in the concentration of charged species around the 
working electrode is responsible for the production of the output potential signal [19]. The nickel foam 
is porous in nature and it remained useful for the growth of three dimensional (3D) NiCo204 
nanostructures. The 3D pattern of grown NiCo204 nanostructures further adsorbs high degree of 
glucose oxidase and resulted in highly sensitive potentiometric glucose sensor with sensitivity of 
91.34 mV/decade. In addition to this, the sensor electrode has shown a fast response time of less than 
10 s, as shown in Figure 5, which could be attributed to the needle-like morphology of NiCo204 with 
high surface area on a porous substrate. The high sensitivity and a fast response time for a reasonable 
range of glucose concentration gave a clear indication for its potential application in the monitoring of 
glucose concentrations. 

Figure 5. The response time of glucose biosensor in 1 mM glucose concentration. 
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The reproducibility describes the sensor to sensor response for different independent sensor 
electrodes prepared under similar conditions. Eight independent sensor electrodes were used for the 
measurement of reproducibility in 0.1 mM concentration of glucose as shown in Figure 6. It can be 
seen that the sensor to sensor responses deviated less than 3% from each other by relative standard 
deviation. This demonstrates the highly reproducible response of the proposed sensor based on nickel 
foam using NiCo204 nanostructures. The stability of the sensor was monitored for three weeks by 
testing the sensor in the detected range of glucose for every week and it was observed that sensor 
remained stable by showing the same sensitivity and detection range for that period of observation 
after being kept at 4 °C in refrigerator when not in use. The common interferents for glucose sensors 
are ascorbic acid, uric acid, dopamine, etc. The sensor electrode was inserted in the physiological 
concentrations of these interferents present in the human serum and the presented sensor showed 
negligible response for these interferents due to the fact that glucose oxidase is highly selective for the 
oxidation of glucose relative to these interferents using potentiometric method. The repeatability of 
NiCo204 nanostructures based glucose sensor electrode was evaluated by conducting a series of three 
experiments for three consecutive days. 

The sensor electrode showed excellent repeatable response as shown in Figure 7. This investigation 
showed that same electrode can be used for a period of three days without any abrupt change in the 
sensitivity, stability and detection range of glucose concentrations. Table 1 is showing a comparison 
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between the characteristics of the presented potentiometric biosensor and some other previously 
reported glucose biosensors. 

Figure 6. The reproducibility of glucose biosensor in 0. 1 mM glucose concentration. 




Figure 7. The repeatability curve of the proposed glucose biosensor for 3 consecutive 
experiments. 
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Table 1. Comparison of the characteristics of the presented work and some other 
previously reported glucose biosensors. 



Matrix 


Sensitivity 


Response 
Time 


Shelf Life 


Range 


Detection 
Limit 


Reference 


InN 


80 mV/decade 


<2 s 


14 days 


1.0 X 10"^- 1.0 X 10 -M 




[20] 


Multiwall 
carbon NTs 


12.1 |jA/mM 




5 weeks 


1-500 [iM 


1.3 ±0.1 nM 


[21] 


Polypyrrole 


90 mV/decade 


30 min 


10 days 


6.0 X 10"^- 5.0 X 10"^^ M 




[22] 


Gold nano 
particles 


2.3 mA/M 


<5 s 


>2 weeks 


1.0 X 10"*- 8.0 X lO^Vol/L 


5.0 X 10"' M 


[23] 


Iodide 


65.2 ± 0.2 mV/glucose 


1-2 min 


~1 month 


1.0 X 10"'- 1.0 X lO^^M 




[24] 


Carbon NTs 


602.04 nAmM^'cm"' 


30 s 




5.0 X 10"'- 1.8 X 10"'M 


1.0 X 10"' M 


[25] 


Silver nano 
particles 


135.904 |jAmM"' 


>10s 


10 days 


0.5-50 \xM 


0.1 \iM 


[26] 


NiC0204 


91.34 mV/decade 


<10 sec 


3 weeks 


0.005-15 mM 


1.49X 10" Vm 


Present 



work 
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4. Conclusions 

In this study, 3D nanostructures of NiCo204 were fabricated on nickel foam by the hydrothermal 
method. The nanostructures were well characterized by the SEM, XRD, and XPS techniques. The 
nanostructures exhibit needle-Uke morphology grown in 3D on the porous nickel foam substrate. The 
XRD data has shown that the material is only composed of NiCo204 nanomaterial. By exploiting the 
favourable porosity of the prepared nanomaterial, glucose oxidase was immobilized on it for the 
development of a highly sensitive glucose sensor. The proposed sensor electrode detected a wide range 
of glucose concentrations from 0.005 mM to 15 mM with a sensitivity of 91.34 mV/decade and 
showed a fast response time of less than 10 s. Moreover, the sensor electrode showed acceptable 
reproducibility, repeatability, stability and selectivity. All these obtained results indicate its potential 
use for the determination of glucose in medical samples, food and other areas. 

Author Contributions 

All authors contributed equally in the presented research work. 
Conflicts of Interest 

The authors declare no conflict of interest. 
References 

1. Lou, X.W.; Archer, L.A.; Yang, Z. Hollow Micro-/Nanostructures: Synthesis and Applications. 
Adv. Mater. 2008, 20, 3987^019. 

2. PoUeux, J.; Gurlo, A.; Barsan, N.; Weimer, U.; Antonietti, M.; Niederberger, M. Template-Free 
Synthesis and Assembly of Single-Crystalline Tungsten Oxide Nanowires and their Gas-Sensing 
Properties. Angew. Chem. Int. Ed. 2005, 45, 261-265. 

3. Pinna, N.; Niederberger, M.; Surfactant-free nonaqueous synthesis of metal oxide nanostructures. 
Angew. Chem. Int. Ed. 2008, 47, 5292-5304. 

4. Knop, O.; Ried, K.I. G.; Sutarno, Y.; Nakamura, Y. Chalkogenides of the transition elements. VI. 
X-Ray, neutron, and magnetic investigation of the spinels C03O4, NiCo204, C03S4, and NiCo2S4. 
Canadian J. Chem. 1968, 46, 3463-3476. 

5. Wang, Q.; Liu, B.; Wang, X.; Ran, S.; Wang, L.; Chen, D.; Shen, G. Morphology evolution of 
urchin-like NiCo204 nanostructures and their applications as psuedocapacitors and 
photoelectrochemical cells. /. Mater. Chem. 2012, 22, 21647-21653. 

6. Wei, T.Y.; Chen, C.H.; Chien, H.C.; Lu, S.Y.; Hu, C.C. A cost-effective super capacitor material 
of ultrahigh specific capacitances: Spinel Nickel Cobaltite aerogels from an epoxide-driven 
Sol-Gel process. Adv. Mater. 2010, 22, 347-351 

7. Lenglet, M.; Guillamet, R.; Durr, J.; Gryffroy, D.; Vandenberghe, R.E. Electronic structure of 
NiCo204 by XANES, EXAFS and ^^Ni Mossbauer studies. Solid State Commun. 1990, 74, 
1035-1039. 

8. Battle, P.D.; Cheetham, A.K.; Goodenough, J.B. A neutron diffraction study of the ferrimagnetic 
spinel NiC0204. Mater. Res. Bull. 1979, 14, 1013-1024. 



Sensors 2014, 14 



5424 



9. Guo, B.; Li, C.S.; Yuan, Z-Y. Nanostructured C03O4 materials: Synthesis, characterization, and 
electrochemical behaviors as anode reactants in rechargeable Lithium ion batteries. J. Phys. 
Chem. C2010, 114, 12805-12817. 

10. Hu, L.; Zhong, H.; Zheng, X.R.; Huang, Y.M.; Zhang, P.; Chen, Q.W. CoMn204 Spinel 
hierarchical microspheres assembled with porous nanosheets as stable anodes for Lithium-ion 
batteries. Sci. Rep 2012, 2, 986. 

11. Wang, J.X.; Sun, X.W.; Wei, A.; Lei, Y.; Cai, X.P.; Li, CM.; Dong, Z.L. Zinc oxide nanocomb 
biosensor for glucose detection. Appl. Phys. Lett. 2006, 88, 233106. 

12. Ibupoto, Z.H.; Khun, K.; Lu, J.; Willander, M. The synthesis of CuO nanoleaves, structural 
characterization, and their glucose sensing application. Appl. Phys. Lett. 2013, 102, 103701. 

13. Asif, M.H.; Ali, S.M. U.; Nur, O.; Willander, M.; Brannmark, C; Stralfors, P.; Englund, U.H.; 
Blinder, F.; Daniels son, B. Functionalised ZnO-nanorod-based selective electrochemical sensor 
for intracellular glucose. Bios. Bioelectr. 2010, 25, 2205-2210. 

14. Briggs, D.; Grant, J.T. Surface Analysis by Auger and X-ray Photoelectron Spectroscopy; IM 
Publications: Chickester, UK, 2003. 

15. Xiao, J.; Yang, S. Bio-inspired synthesis of NaCl-type CoxNii-xO (0 < x < 1) nanorods on reduced 
graphene oxide sheets and screening for asymmetric electrochemical capacitors. J. Mater. Chem. 

2012, 22, 12253-12262. 

16. Yuan, C; Li, J.; Hou, L.; Yang, L.; Shen, L.; Zhang, X. Facile template-free synthesis of 
ultralayered mesoporous nickel cobaltite nanowires towards high-performance electrochemical 
capacitors. J. Mater. Chem. 2012, 22, 16084-16090. 

17. Sasi, B.; Gopchandran, K.G. Nanostructured mesoporous nickel oxide thin films. Nanotechnology 
2007, 18, 115613. 

18. Shaw, G.W.; Clarement, D.J.; Pickup, J.C.; Bergveld, P. Highly sensitive glucose sensor based on 
work function changes measured by an EMOSFET. The Analyst 2003, 128, 1062-1066. 

19. Al-Hilli, S.M.; Al-Mofarji, R.T.; Klason, P.; Gutman, N.; Saar, A.; Willander, M. Zinc oxide 
nanorods grown on two dimensional macro porous periodic structures and plane Si as a pH 
sensor. /. Appl. Phys. 2008, 103, 014302. 

20. AM, N.H.; Soto Rodriguez, P.E. D.; G6mez, V.J.; Praveen Kumar, Amin, G.; Nur, O.; Willander, M.; 
Notzell, R. Highly efficient potentiometric glucose biosensor based on functionaUzed InN quantum 
doi^. Appl. Phys. Lett. 2012, 101, 153110. 

21. Rahman, M.M.; Umar, A.; Sawadaa, K. Development of amperometric glucose biosensor based 
on glucose oxidase co-immobilized with multi-walled carbon nanotubes at low potential. Sens. 
Actuators B Chem. 2009, 137, 327-333. 

22. Samuel B. Adeloju, S.B.; Moline, A.N. Fabrication of ultra- thin polypyrrole-glucose oxidase film 
from supporting electrolyte-free monomer solution for potentiometric biosensing of glucose. 
Biosens. Bioelectr. 2001, 16, 133-139. 

23. Xian, Y.; Hu, Y.; Liu, F.; Xian, Y.; Wang, H.; Jin, L. Glucose biosensor based on Au 
nanoparticles-conductive poly aniline nanocomposite. Biosens. Bioelectr. 2006, 21, 1996-2000. 

24. Karaku, E.; Pekyardunci, S.; Kilig, E. Potentiometric glucose determination in human serum 
samples with glucose oxidase biosensor based on Iodide electrode. Appl. Biochem. Microbiol. 

2013, 49, 194-198. 



Sensors 2014, 14 



5425 



25. Li, X.; Zhu, Q.; Tong, S.; Wang, W.; Song, W. Self-assembled microstructure of carbon 
nanotubes for enzymeless glucose sensor. Sens. Actuators B Chem. 2009, 136, 444^50. 

26. Lin, J.; He, C; Zhao, Y.; Zhang, S. One-step synthesis of silver nanoparticles/carbon 
nanotubes/chitosan film and its application in glucose biosensor. Sens. Actuators B Chem. 2009, 
137, 768-773. 

© 2014 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 
distributed under the terms and conditions of the Creative Commons Attribution Ucense 
(http ://creativecommons .org/licenses/by/3 . 0/). 



